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With over 17 years of experience managing diverse product portfolios, 

Shirin Khanna is a leading force behind product innovation at Fluke 

Biomedical, driving customer research and product design. She been 

instrumental in introducing the newest test automation software, electrical 

safety analyzers and infusion device analyzers to the biomedical test 

market.  

 

 

 

Fluke Biomedical’s state-of-the-art infusion device 

analyzers provide comprehensive testing along 

with unparalleled portability and efficiency. During 

today’s Webinar Wednesday, Fluke Biomedical 

will provide a video link to illustrate what one 

technician has to say when he works through his 

day with the IDA-5 and IDA-1S. 

 

 

 

TechNation would like to thank our sponsor, Fluke Biomedical! 

 

 

 
 

 

 
 

Fluke Biomedical is the premier, global provider of test and measurement equipment and 

services to the healthcare industry. We serve biomedical engineers, quality-assurance 

technicians, medical physicists, oncologists, radiation-safety professionals and are 

continually expanding our range of solutions to a broader range of health and safety 

professionals.  

 

Visit www.flukebiomedical.com for more information. 
 



 

Webinar Agenda: 

 

Infusion pumps are one of the highest inventories of medical devices in US hospitals, and 

equipment volume is projected to rise over the next few years. Are you prepared to 

handle an increased test demand? 

 

Attend this webinar to learn how to tackle more tests while increasing productivity and 

reducing risk. Shirin will also dive into the latest in infusion pump testing, demonstrating 

how to leverage test automation to increase productivity and avoid common errors 

associated with infusion pump testing. 

 

The webinar will cover: 

• How to select the best method of infusion pump testing 

• Common errors (and how to avoid them) 

• Steps to optimize your test strategy 

• The latest infusion test technology 

 

 

 

 

DON’T MISS WEBINAR WEDNESDAY’S Q&A 

 

Shirin Khanna will end today’s presentation with a 

Q&A session. If you have a question for Shirin,  

please submit it early by emailing 

webinar@mdpublishing.com. All questions will be 

addressed at the end of today’s presentation. 

 

 
 

 

 

 

“I continue to applaud TechNation, all of its staff in their efforts and to the 

presenters who volunteer their time to present these webinar series of 

present and future technologies and vital information. The ability to 

continue to be educated will only strengthen the HTM field as we move 

forward in such a critical and complex field.” 
 

-Albert R.  



Testing the Performance  
of Infusion Devices

White Paper

Infusion devices (pumps and 
controllers) are one of the high-
est numbers of medical devices 
in hospitals and clinics world-
wide. They are used to control 
the delivery of a wide range 
of medications, nutrition and 
blood products. In anesthesia, 
the infusion device controls the 
delivery of narcotics, short-act-
ing barbiturates and paralytics 
whose properties and actions on 
the physiology include anal-
gesia, amnesia, paralysis and 
sedation. In the ICU they are 
used for sedation and paralysis 
as well as infusing medications 
that help speed the healing of 
disease and chronic conditions. 

Infusion devices have been 
the target of many clinical out-
come investigations with human 
error, mechanical and elec-
tronic failure being the leading 
causes for failure. In fact, the 
FDA reported 56,000 adverse 
events, over 500 deaths and 
87 recalls related to infusion 
devices recorded between 2005 
and 2009 in the United States 
alone. Incorrect readings from 
a poorly-performing infusion 
pump can put patients at great 
health risk, including death. It 
is therefore very important to 
test the performance of infu-
sion devices to ensure they are 
performing in accordance with 
manufacturers’ specifications 
and clinicians’ expectations. 

The mechanical performance  
of infusion pumps hasn’t 
changed much in recent years, 
but their safety features have. 
Pumps are now equipped with 
sophisticated software and are 
being integrated into infor-
mation networks and other 
clinical systems. It is important 
to understand the variety of 
mechanisms used in infusion 
pumps to control the flow rate 
and volume delivered by these 
important medical devices. The 
most widely used mechanisms 
are roller (Fig. 1), linear peri-
staltics (Fig. 2) and syringe  
(Fig. 3). Each has different 
points of probable failure. The 
function of each has its own 
impact on the fluid flowing 
through the infusion tubing 
which, in turn, affects the mea-
surement being made to assess 
performance to the manufac-
turer’s specification.

Infusion pumps require pre-
ventive maintenance at least 
once a year. Hospitals generally 
test infusion pumps at incoming 
inspection, scheduled PM and 
post repair; OEMs test infu-
sion pumps for quality control. 
Preventive maintenance prac-
tices include verifying the pump 
is administering flow, volume 
and boluses accurately and 
occluding appropriately. These 
pumps are either tested based on 
protocols suggested by manu-
facturers or medical facilities, or 
according to the IEC 60601-2-
24 standard.

By Shirin Khanna and Jerry Zion
 

Figure 1

Figure 2

Figure 3
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The IEC standard calls for 
volumetric infusion pump and 
volumetric infusion controller 
flow rates to be assessed over  
a 120 minute test period using 
an intermediate flow rate of 
25 ml/min. The infusion is to 
be delivered into a beaker and 
scale testing system.

Sources of error in the testing 
system suggested by the IEC 
standard include:
•  Failure to zero the scale/

balance with an empty, dry 
beaker.

•  Miscalculation of the volume 
by weight (which is why the 
standard suggests an elec-
tronic scale/balance whose 
output is fed into a computer 
running the appropriate cal-
culation to obtain the volume 
by weight).

•  Loss of volume by evaporation 
(due to the length of the test-
ing period). It should be noted 
there is evidence in peer 
review articles that evapora-
tion is negligible under nor-
mal ambient conditions.

There are, however, other test 
systems besides the beaker and 
scale that will produce the same 
accurate results. For example, 
one can use a graduated burette 
and stopwatch, or an infu-
sion device analyzer (one that 
incorporates and automates both 
the graduated burette and the 
stopwatch functionality). 

As the name implies, a gradu-
ated cylinder or burette is a 
cylindrical glass (or plastic) tube 
sealed at one end with a cali-
brated scale etched or marked 
on the outside wall. Graduated 
cylinders come in a range of 
sizes (volume capacities), and 
much like a measuring cup, 
volume is measured by add-
ing liquid to the cylinder and 
comparing the liquid level to the 
graduated scale. The measured 
volume corresponds to the vol-
ume of liquid contained in the 
cylinder. 

It is very important to ensure 
that one is looking directly level 
with the meniscus of the liquid 
in the burette to determine 
the volume at the etched scale 
marking (Fig. 5).

It is also critical that the stop-
watch be started at the exact 
time the infusion pump begins 
its delivery of liquid. 

Improper viewing of the 
meniscus or the need to inter-
polate between graduation 
markings, combined with any 
mismatch in timing between the 
infusion device and the stop-
watch will result in errors in 
measurement.

The IDA-5 Infusion Device 
Analyzer from Fluke Biomedical 
simplifies the process stated 
above by integrating the burette 
“graduating” it with IR sensors 
to measure the level of liquid 
infused, and uses electronic 
stopwatch function technol-
ogy, among many other features 
and functions in its design. It is 

based on sophisticated mea-
surement technology trusted by 
biomedical professionals around 
the world for over 20 years. The 
IDA-5 is a full-featured device 
that measures instantaneous 
flow, average flow, occlusion 
pressure and dual flow based on 
IEC60601-2-24

Measurements are continu-
ously updated and stored so that 
graphs can be produced and 
displayed live to enhance the 
assessment of the performance 
of the infusion device under test. 

Figure 4

Figure 5



3 Fluke Biomedical Testing the Performance of Infusion Devices

The built-in measurement 
technology in the IDA-5 elimi-
nates the need for constant 
supervision and attention 
required with manual methods 
of infusion pump performance 
verification. Once the pump is 
connected to the IDA-5 and flow 
begins, the user can walk away. 
The test can be set to stop based 
on volume collected or elapsed 
time. Once the test is complete, 
an audible indicator will alert 
the user. At this point another 
test can be executed or the 
electronic data and graphs (as 
illustrated by Fig. 6 and Fig. 7) 
stored in the instrument can be 
downloaded. 

If users want to program 
multiple tests in succession 
with minimal user interven-
tion, the IDA-5 features built-in 
automation. This allows cre-
ating custom test sequences 
combining various tests. This is 
particularly useful when testing 
different models or brands of 
infusion pumps, a test template 
for each type can be created and 
stored on the IDA-5 for quick 
and standardized infusion pump 
analysis ensuring the pump is 
tested the same way each time. 
With its built-in memory, the 
IDA-5 records test results inter-
nally or exports to a computer. 
This is a significant advantage 
of using an infusion pump 
analyzer—the electronic data 
documentation reduces human 
error related to data capture and 
saves time related to archiving. 

No matter which testing 
method you decide to use, 
please note that infusion device 
measurement accuracy is also 
affected by the compliance of 
the infusion device and deliv-
ery tubes. This is because 
there is a momentary blockage 
of flow when the measure-
ment transducer is emptied. 
The back-pressure created by 
these events could cause some 
of the flow to be diverted into 
the compliance of the infusion 

device. For most infusion 
devices, the effect is trivial (less 
than 0.5 %), but with very soft 
connecting tubing and large air 
pockets in the device or tub-
ing it could be significant. The 
tubing between the infusion 
device and the IDA-5 (or other 
testing system) should therefore 
be fairly rigid and all air should 
be removed before starting each 
flow test. At high flow rates it 
may be desirable to increase the 
compliance of the inlet tubing 
(longer or softer tube) if the back 
pressure interferes with the 
occlusion sensing alarms in the 
infusion device.

By making sure you under-
stand the testing system and 
the medical device being tested, 
and by managing sources of 
error properly, any of the sys-
tems described in this article 
should deliver appropriately 
accurate and repeatable test 
results to show that the infu-
sion device under test is safe 
and effective for clinical use. 
There are, however, definite 
advantages to using an infu-
sion device analyzer due to 
benefits associated beyond the 
measurement itself. Using an 
electronic analyzer ensures 
your tests are performed and 
documented accurately. Both are 
critical to patient safety. With 
manual methods you risk mak-
ing an error. You can never be 
sure how accurate your testing 
is. With an electronic analyzer, 
you are testing the same way 
consistently. Additionally an 
electronic analyzer allows you 
to mitigate risk by reducing 
the human error associated 
with testing, documenting and 
archiving your data in a stan-
dard electronic form for easy 
retrieval when needed. 

Figure 7

Figure 6
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Fluke Biomedical. 
Better products. More choices. One company.

Fluke Biomedical
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Cleveland, OH 44139-3303 U.S.A.
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Web access: www.flukebiomedical.com
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